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Intraoral Camera Overview

Congratulations on your purchase of the FocusDent" MD740, the
simplest, easiest to use, and most compatible intraoral camera on the
market today. FocusDent" is a true plug and play device. You
simply plug it into an open USB 2.0 port, and it would install itself
within seconds. You are then ready to start displaying exceptional
clarity live video or to start crystal clear super VGA resolution

snapshots with the click of a button.

It comes with a rugged quick-connect 8 ft (2.5 m) USB cable that
allows sufficient reach from a trolley based laptop, or your desktop
PC in your practice. FocusDent® provides seamless integration into
any patient management software application that recognizes a USB
imaging device. Simply select the "USB device" as your imaging
source and the camera will be ready to capture images. Of course,
there may be some older versions of legacy software out there that
does not support the current standards, but the FocusDent” USB
Intraoral Camera is compatible with a huge list of current dental

software applications.

In addition, FocusDent” camera includes our proprietary patient
database and image acquisition software that is very easy to use, and
allows you to see and save the videos and image snapshots in JPEG
format to your PC. After that, images can be imported into your own

dental database application if needed.



www.favoriteplus.com FocusDent® MD740

Package Contents

o Intraoral camera hand-piece

o USB 2.0 cable (8 feet/2.5 m)

o Pack of 50 disposable, single-use protective sheaths

¢ Magnetic wall holder and screws (camera shuts-off
automatically when placed in the cradle)

e USB flash drive with "Dental View" Imaging Software

e User Manual

& Caution: Camera is not water-resistant or waterproof.
ALWAYS use protective sheath. Use of the camera without
protective sheath will cause damages and will void the

manufacturer warranty.

Technical Specifications

e 1.3 Mega Pixels

e Sensor: ¥4 CMOSv

* Resolution: 640x480

¢ Type of focus: Auto-focus

* Scope of focus: Smm-30mm

* Powered via USB cable

e Light: 6 white LEDs 5600K

¢ Visual Angle: 70 degrees

o Length of handset: 8 inches (204 mm)
e C(Cable Length: 8 Ft (2.5 m)

e Hand-piece weight: 1.1 oz (34g)
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Minimum System Requirements

e Intel” Pentium® 4 1.5GHz or higher

e 256MB of RAM or higher

o XVGA (1024x768) or higher resolution video adapter and
monitor

e Available USB 2.0 port

e Microsoft” Windows"™ XP SP2 or later (works natively without

the need for special drivers)

Controls and Functions

Super-wide automatically
adjusting focus lens

A

Freeze & Capture Handpiece holder with
button automatic power-off function

Gy Serial Number

6 white LED lights

On/Off Button
Magnetic Sensor

Serial Number
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Camera Hand-Piece Connection

1. Align the metal USB cable connector keyway (marked with

"Arrow" symbol on top) with the key of the hand-piece connector.

2. Insert straight into hand-piece connector until it securely snaps

into place. Do not twist or turn the cable connectors.

3. To disconnect, pull back the Quick Disconnect Metal Collar and

simultaneously remove the USB cable from the camera hand-piece.

Key Keyway

To connect align key
with the keyway

'
To disconnect pull back
the metal collar
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Installation and Basic Operation

o Connect the USB cable to the hand-piece securely.

¢ Plug camera in a USB 2.0 port and wait for Windows to finish
installing the camera.

e As mentioned before, FocusDent” camera is compatible with
many dental database applications via the standard USB
interface. If your intraoral camera shows up as a USB imaging
device within your Microsoft Windows device manager, you can
simply select this imaging device from within your imaging
graphic user interface setup menu in your own dental software
application. Please refer to your dental software manual or
contact your software vendor for the exact instructions on doing
this.

e Ifyou don’t have any Dental Imaging software installed, you can
install and use our imaging software provided on the installation
USB drive.

¢ When using the camera in the intraoral mode (inside a patient’s
mouth), you must place a disposable sheath on the camera.
When using the camera in extraoral mode, it is not necessary to
have a sheath on.

e Place the camera in your hand, holding it like a pencil. Center
the camera in your hand so it is comfortable and balanced. Make
sure you can put your index finger on the Freeze/Capture button.

¢ Hold the camera over the desired object and you should see an
image on your PC screen.

o Click the Freeze/Capture button to save the image on your PC.

e To turn the camera off, place the camera in the cradle.
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"DentalView" software installation

If you don’t have any Dental Imaging software installed, you can
install and use our imaging software provided on the installation
USB Flash Drive. Our database and image acquisition software is
very easy to use, and it allows you to watch and save the videos and
image snapshots in JPEG format to your PC. After that, images can

be imported into your own dental database application if needed.

1. Software Installation:

o Insert the USB Flash Drive into your computer's USB port.

e Locate the "DentalView.exe" file on the USB Flash Drive.
Double click it to install the software.

¢ Follow the on-screen instructions to finish installing.
2. How to use the software application.

o Before starting the software, make sure your camera is
connected and turned ON.
¢ Go back to your desktop and double click on the dental software

icon “DentalView™ to start the software.

al

DentalView
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* You can change the interface language in the top toolbar menu.

il Dentalview
File(F) Tools(T) Division(s) Setup() Language(l) Help(H)

’,\ m (LS50

Fatient Camera Video

Hungarian
Japanese
Simplified Chinese
Traditional Chinese

T) Divisicn(S) Setup(E] Languageil) Help[H]

,‘ m > | n n

Fatent Camera Videry Impart Export

¢ Fill out patient information and click Register.

1
Palignl manage
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o To find, edit or delete and existing record of your patient, you

can use "Patient Card Menu".

R

File(F) Tools(T) Division(S) Setup(E) Language(l) Help(H

2|a5 b6

l - ;-'l New

- 2

S —
L —

o After adding new patient information or locating an existing

record, you can start capturing or editing the images.

e Click "Camera" Icon (from the top left Menu) to activate the
Capture screen.

6 o

File(F) Tools(T) Division E) Llanguage(l) Help(H

2 m B 00

10



www.favoriteplus.com FocusDent® MD740

e Now, if your camera is ON, you should be able to see the video

stream on your PC screen.

EH -.-¢D—- 10 - —[ «]
Video source selection J’ |

v
Capture the picture Close the current window

Pixel selection
Single/f

'our picture display

o In this Capture mode, you can adjust Brightness, Contrast, or
Sharpness if needed. You can also turn on Division mode which

allows capturing 4 images on a single page.

¢ Two (2) options to capture images:
- Press the CAPTURE button on the camera hand-piece.
- Or click with your mouse on software Capture button (bottom

toolbar menu).

11
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o To view captured images close Capture mode. Captured images

will be displayed in the lower left corner of the software user
interface.
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e To Delete or Export captured images:
- Select image in the lower left corner with your mouse (selected
image outline border becomes red).

- Right-click your mouse to Delete or Export it to any location
on your PC or USB drive.

Pictre  Print

12
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13

To Edit / Print captured images and patient case reports:

- Double-click the image in the lower left corner to enlarge it on
the main view screen. Enlarged image opens in the main view
screen.
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- Double-click the enlarged image in the main view screen to

enter EDIT mode. In this mode you can edit the image, mark

certain areas etc.
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- Select one or multiple images by using checkbox in the right

corner of each image.

[ a
N LA AN ERD AEL e

- Click PRINT button to print the Patient Case Report with the
selected images.

14
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¢ To Record the Video:
- Click "VIDEQ" Icon (from the top left Menu) to activate the
Video mode

[b=rave: "Gl

File(F) Tools(T) Division(S) Setup(E) Language(L) Help(H)

AA E ““‘ g n

Patient Camera Export

- To start Video Recording click the VIDEO button on the
bottom toolbar menu of the software.

- To stop Video Recording click STOP button in the software
bottom menu.

S

v Run'gmo
Video source seloion P ixel selection First click o start reconding Close tha currant wind ow
Second click to and the recodng

- To view the recorded Video close the Video mode.
- Video will be displayed in the lower left corner of the software

interface (together with captured images).

15
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- Double-click the Video in the lower left corner to Open and
Play it.
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To Delete or Export recorded Video:

- Select video in the lower left corner with your mouse (selected
video outline border becomes red).

- Right-click your mouse to Delete or Export it to any location
on your PC or USB drive.

16
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Using the Camera with a Protective Sheath

Caution: Camera is not water-resistant or waterproof. ALWAYS

use protective sheath.

The protective sheath covers the camera and provides a sanitary
shield for the patient. Use a new sheath with each patient. Always
discard the sheath after each use. Extra protective sheaths are
available at www.favoriteplus.com.

To use the protective sheath, follow these steps:

1. Make sure the window is clean by wiping it with a moist lint-free
cloth or lens tissue.

2. Place the sheath, paper side down, on a flat surface.

3. With the camera window facing down, insert the camera all the
way into the sheath between the sheath’s white tab and paper
backing (1).

4, Hold the sheath in place on the camera by gently pressing the

white tab against the camera with your thumb or finger.

17
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5. Pull the blue tab on the front of the sheath straight down away
from the camera (2) until the paper backing is pulled away. Discard,

leaving the clear plastic sheath on the camera.

6. Adjust the sheath if necessary. The end should be tight to prevent
fogging or blurring of the image.

Hygiene and Disinfection

o Unplug the camera from the USB port before cleaning.

o Use a soft damp cloth to softly wipe the camera body.

* Do not use liquid cleaners or aerosol cleaners.

¢ Do not spray cleaning liquids or disinfectants directly on the

camera hand-piece or the USB cable.

Caution: Do not use disinfectants containing phenolics or idophors
that can damage the surface coating.

Caution: Never put or immerse the camera in a sterilizing device.

Frequently Asked Questions (FAQs)

Is this a wireless Intraoral Camera?

No, this is a wired camera, which means you will need to have a
computer with a USB 2.0 port (or a laptop) near the chair. Camera
comes with an 8-ft long USB 2.0 cable. Please note that wireless
cameras may cause interference, and image quality will never be as

good as that of wired cameras.

18
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I don’t have any Dental Imaging software. Will it work?

Yes, it will work. Our camera includes free software which allows
you to see, capture, and save the video and image snapshots (JPEG)
to your PC or USB disk.

How difficult is the installation process?
FocusDent” intraoral camera is fully compatible with Microsoft
Windows operating system. In most cases, it is detected and

installed automatically.

On how many computers can I install it?

Each camera includes free imaging software that can be installed on
unlimited number of computers. Most of our customers realize that
given how affordable FocusDent" is, one camera per operatory
makes a lot of sense considering the time spent removing, moving,

and inserting the camera in a different room.

How difficult is it to integrate FocusDent” into my existing
dental software?

FocusDent” intraoral cameras are simple USB devices and
completely compatible with the USB image device protocol. For this
reason, FocusDent” intraoral cameras may be accessed exactly as if
they are webcams or other standard Microsoft compliant USB
imaging devices such as digital cameras or document scanners.
FocusDent” intraoral cameras are fully compatible with many

modern and current patient management applications.

In some cases, however, you would need to acquire special

integration module. Please contact us for recommendation.

19
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As for the rest, to access FocusDent” intraoral cameras within your
software is as simple as choosing the existing intraoral capturing
interface and specifying the USB video device as your new intraoral

camera.

Is the FocusDent” Capture button operational in all patient

management applications?

In many cases, YES; but for some patient management software

applications you may have to:

* use a mouse to click on the capture and freeze button within your
dental software on your PC screen. For most practitioners, this is
not a problem as they prefer to have their assistants click the
image capture button at their request. Many dental practitioners
find that this results in a clearer image as there is no camera
shake from having to push the little button on the unit itself.

e oracquire and install special integration module. Please contact

us for recommendation.

For complete one-handed operation, you can use the imaging
software that we supplied together with your FocusDent" intraoral
camera. After that, images can be imported into your own dental

database application if needed.
Can I set the camera to a higher resolution than 640 x 480?
For practical purposes, a resolution of 640 x 480 will be more than

suffice for capturing digital images with enough resolution to

display even the finest cracks and detail. We do not recommend that

20
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you run the camera at a higher resolution than 640 x 480 for

everyday use.

WARRANTY

This equipment is warranted to be free from defects in material and

workmanship from the date of purchase for a period of 1 year.

Any item returned to our factory will be repaired or replaced at our
option at no charge provided that our inspection shall indicate it to
have been defective. Shipping and handling charges are not covered

by this warranty.

This warranty does not apply to damage due to shipping, misuse,
careless handling or repairs by other than authorized service

personnel.

UAB Favoriteplus is not liable for indirect or consequential damage

or loss of any nature in connection with this equipment.

Contact Us

To order additional cameras, protective sheaths, USB cables or other
camera accessories, please visit:

www.favoriteplus.com

UAB Favoriteplus

info@favoriteplus.com
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Magenta Technology Limited
No. 96 Haocui Street,
Zhangmutou,

Dongguan, China

Phone: +86 400 6260966

UAB Favoriteplus
Buivydiskiu 26,

LT-07195 Vilnius, Lithuania
Phone: +370 5 2416620
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